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Purpose/Objective: In radiotherapy deformable image 
registration is currently used in an increasing number of 
settings. It offers the possibility to obtain realistic 
deformations in contrast to only rigid registration, but 
current algorithms lack of physiological modelling. By 
extending these information, registration accuracy, and more 
important, registration acceptance is improved. In this work 
we extend a variational registration framework with an 
additional local rigidity model that allows a rigid deformation 
for inflexible structures like bones combined simultaneously 
with a free deformable deformation on soft tissue. 
Materials and Methods: The new approach is based on a non-
Demon nonlinear strategy, i.e. a powerful registration 
framework [FAIR: Flexible Algorithms for Image Registration, 
Modersitzki, J., SIAM, 2009]. We add anatomical information 
to the algorithm that allows and guarantees certain parts of 
the deformation to become rigid only, but without any 
additional parameters. The information is provided through 
available segmentations of e.g. bones or prostate on the 
planning CT. We use a constraint elimination approach, so 
standard methods for optimization can be used. The 
approach is implemented in a parallelized and also memory 
efficient way introducing an algorithm that allows the 
calculation within few minutes. 
Results: The algorithm was tested primarily on CT and CBCT 
pelvis datasets, where bones and prostate CTV structures 
were kept rigid. We propagated the contours of bones, 
prostate and bladder and compared them to manual 
segmentations on the CBCT. Here, we compared the new 
algorithm to standard CT-CT registration from Varian's 
SmartAdapt. Both achieved an average DICE value of 0.85 +/- 
0.08 and 0.84 +/-0.07, respectively. As shown in figure 1 the 
new algorithm leads to realistic results and improves the 
feasibility of the propagated structures. 
 
The figure presents the results of propagated bladder and 
prostate structures on the CBCT image, using the standard 
CT-CT registration algorithm from Varian's SmartAdapt (blue) 
and the newly developed algorithm (red). In the shown three 
cases, the standard algorithm produces extreme distortions, 
such that results are non-feasible, while using the new 
algorithm always leads to plausible results. 
Conclusions: The new approach guarantees rigid 
deformations in selected areas and so it improves the 
physical plausibility of the deformation field. By adding these 
anatomical information to the overall registration model the 
new method combines the best of two worlds: it deforms 
selected structures rigidldy but embedded in a global, 
smooth and nonlinear way. So it helps to increase clinical 
acceptance of deformable registration while still maintaining 
accurate results.  
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Purpose/Objective: To develop filtered-backprojection (FBP) 
algorithms for cone-beam (CB) computed tomography (CT) 
scanners with independent rotation of the source and the flat 
panel detector. 
Materials and Methods: MedPhoton, a spin-off company of 
Paracelsus Medical University (Salzburg, Austria), is 
developing a new CBCT scanner, the ImagingRing, which will 
be installed at the Austrian hadrontherapy center, 
MedAustron. The ImagingRing is made of a metal ring that 
translates along the patient couch, around which a source 
and a flat panel detector rotate independently. Independent 
rotations combined with dynamic collimation jaws provides 
flexibility for the location and the size of the field-of-view 
(FOV): the FOV center can be offset from the center-of-
rotation and the central ray of the collimated x-ray beam can 
be shifted from the FOV center to enlarge the FOV. In all 
these situations, the geometry is different from existing 
cone-beam CT scanners because the source to center-of-
rotation line is not orthogonal to the detector. We have 
developed a FBP algorithm for mathematically exact 
reconstruction of the central slice for all these geometries. 
The derivation entailed a change of variables in existing fan-
beam CT reconstruction and new weighting schemes for large 
FOVs. We demonstrate the accuracy of the reconstruction 
algorithm on a digital Shepp-Logan phantom and an 
acquisition of a parallelepiped water-equivalent phantom. 
Results: The new reconstruction algorithm is remarkably 
similar to the existing one with a modification of the 
projection weighting but identical ramp filtering and 
weighted backprojection. The weighting schemes for large 
FOVs are similar to those used in other CBCT scanners for 
radiotherapy rooms, with insignificant computational times 
compared to the rest of the FBP reconstruction. The 
simulations and real-data experiments demonstrate the 
accuracy of the reconstruction algorithms. All three 
reconstructions are offset FOVs. The second reconstruction is 
obtained with a larger FOV than the others to image a Shepp 
Logan phantom that is 1.8 times larger than the first. The 
new reconstruction algorithms are now part of the open-
source Reconstruction Toolkit (RTK, 
http://www.openrtk.org/). 
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Conclusions: We have developed and validated exact 
reconstruction algorithms for the central slice of a CBCT 
system with independent rotations of the source and the 
detector.  
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Purpose/Objective: Proton computed tomography (pCT) is an 
evolving technology that, among other alternative 
approaches such as dual energy CT, could reduce range 
uncertainty in particle therapy with protons and light ions. 
The current level of uncertainty is not satisfactory due to 
systematic errors involved in the conversion of CT Hounsfield 
values to relative stopping power with respect to water. This 
report is an update on the status of the preclinical 
development of a head scanner built by the pCT 
Collaboration, a growing group of institutions involved in the 
development and/or testing of pCT scanner technology and 
reconstruction techniques. 
Materials and Methods: The Phase-II pCT scanner consists of 
two silicon-strip telescopes that track individual protons 
before and after the phantom or patient, and a multistage 
scintillation detector that measures a combination of the 
residual energy and range of the proton, from which one can 
derive the water equivalent path length (WEPL) of the 
protons in the phantom in this preclinical version. The WEPL 
values and associated paths of protons passing through the 
object over a full or partial circular scan are processed by an 
iterative, parallelizable reconstruction algorithm that runs on 
modern GP-GPU hardware. In order to assess the 
performance of this scanner, we have conducted extensive 
beam tests with 200 MeV protons from the synchrotron of the 
Loma Linda University Medical Center. The first objective of 
these tests was to demonstrate that the system can produce 
images of adequate image quality with scanning times under 
10 minutes. The second objective was to perform a series of 
CT scans on a series of QA phantoms and a head phantom. 
Additional scans are planned to test the range accuracy than 
can be achieved with pCT of an anthropomorphic phantom 
head (CIRS, Model HN715). 
Results: First tests demonstrated a high sustained rate of 
data acquisition, exceeding one million protons per second, 
allowing a full 360? scan to be completed in less than 10 
minutes. Reconstruction of the CATPHAN 404 sensitometry 
module verified that accurate reconstruction of the proton 
relative stopping power in a variety of materials is possible. 
Systematic reconstruction artifacts due to high-density parts 
of scanned objects, such as teeth in the head phantom, were 
absent. All experimental results were accurately predicted by 
Monte Carlo simulations with Geant4. 
Conclusions: s that support clinical scanning times. Further 
improvement can be expected in the near future allowing 
scanning times to be comparable to those of gantry-mounted 
cone beam CT scanners. Proton CT images accurately 
reproduce the stopping power of different materials. 
Furthermore pCT images are free of artifacts from high-
density objects. 
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Purpose/Objective: In radiation therapy accurate patient 
immobilization is crucial to guarantee that the tumor target 
is hit exactly and healthy tissue is not unduly affected. For 
multiple fractions patient position must be reproducible. 
Usually immobilization devices are made manually using cast 
(ScotchCast) or thermoplastic material, which is costly and 
time-consuming. Especially with the head to be immobilized 
the casting causes significant discomfort to the patient. 
We developed a new approach to produce individual 
immobilization devices for the head based on tomographic 
image data and 3D printing technologies. The purpose of this 
study with healthy volunteers was to determine positioning 
accuracy. 
Materials and Methods: 3D MRI data of the whole head was 
acquired for all volunteers (n=8) using Siemens Avanto 1.5 T 
(MPRAGE, matrix 256x248x192, resolution 1.3 x 1.3 x 1.0 
mm³). In-house developed software processed the image data 
to generate a surface mesh model of the fixation mask 
including apertures for eyes, nose, mouth, and ears. Also, an 
interface for fixation to the intervention table was added to 
the mask model. Finally, it was materialized using a 
Dimension SST1200es 3D printer (Stratasys, Eden Prairie, MN, 
USA). 
